WATTENBERG DISPOSAL, LLC
WORLD TRADE CENTER
1675 BROADWAY, 28™ FLOOR
DENVER, COLORADO 80202-4628
TELEPHONE (303) 825-4822
FACSIMILE (303) 8254825

WWW.KPK.COM

RECEIVED

1
Via USPS Certified Mail- OCT 17 2012
Return Receipt Requested Offios of Enf

Oct 8, 2012

Mr. Nathan Wiser

United States EPA Region 8 _ _

80C-EISC Co/O093%- o0 2/15
1595 Wynkoop Street

Denver, CO 80202-1129

RE: Wattenberg Disposal, LLC
Quarterly Report for Suckla Farms Injection Well #1

Dear Mr. Wiser,
Enclosed please find the Quarterly Injection Report for the period of July 1, 2012
through Sept 30, 2012 for the above referenced facility, including water analyses for all

three months.

If you have any guestions or need additional information, please do not hesitate
contacting me at 303-825-4822 or slaramesa@kpk.com

Sincerely,
AU \,\ 5
Susana Lara-Mesa

Engineering Project Manager

Ecs Caren Johannes, HMWMD
Troy Swain, Weld County Dept. of Public Health and Environment

KPK files



OMB No. 20400042  Approval Expires 12/31/2011

SEPA

United States Environmental Protection Agency

Washington, DC 20460

Injection Well Monitoring Report

ver 2012
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Name and Address of Permiitee = |

Wattenberg Disposal, LLC,

.| Permit Number

C0-=10938~2115"

Name and Official Title (Please fype or print)
Renae Patterson, Admin. Asst.....

10137 WCR.fgji;;;ﬂlmﬁﬁ;;h\co4”80621””.f

Signature

11089,

Date Signed
--10/10/12 -~

EPA Form 7520-8 (Rev. 12-08)
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Automated Report

[ B Mountain States
B ACCUTEST

LABORATORIES

09/11/12

Technical Report for

K.P. Kauffmann Company, Inc.
Wattenberg Tank

Accutest Job Number: D37993

Sampling Date: 08/27/12

Report to:

Apex Consulting Services

PO Box 369

Louisville, CO 80027-0369

mhattel @msn.com; slaramesa@kpk.com

ATTN: Mike Hattel

Total number of pages in report: 29

Brad Madadian
Laboratory Director

Test results contained within this data package meet the requirements
of the National Environmental Laboratory Accreditation Conference
and/or state specific certification programs as applicable.

Client Service contact: Shea Greiner 303-425-6021

Certifications: CO, ID, NE, NM, ND (R-027) (PW), UT (NELAP C0O00049), TX (T104704511-12-1)

This report shall not be reproduced, except in its entirety, without the written approval of Accutest Laboratories.
Test results relate only to samples analyzed.

Mountain States * 4036 Youngfield St. + Wheat Ridge, CO 80033-3862 « tel: 303-425-6021 « fax: 303-425-6854  hitp://www.accutest.com

10f 29
Accutest Laboratories is the sole authority for authorizing edits or modifications to this = ACCUTEST
document. Unauthorized modification of this report is strictly prohibited. D758 A SR
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Accutest Laboratories

Sample Summary

K.P. Kauffmann Company, Inc.

Job No: D37993
Wattenberg Tank
Sample Collected Matrix Client
Number Date Time By  Received Code Type Sample ID
D37993-1 08/27/12 07:45MH  08/27/12 AQ Water TANK-I
D37993-1F  08/27/12 07:45MH  08/27/12 AQ Water Filtered TANK-I
&

3 of 29

BACCUTEST

D37993

LABDRATORIES



|
@ ACCUTEST

tARNTRAATORIFSR

CASE NARRATIVE / CONFORMANCE SUMMARY

Client:  K.P. Kauffmann Company, Inc. Job No D37993

Site: Wattenberg Tank Report Date  9/11/2012 4:02:24 PM

On 08/27/2012, 1 sample(s), 0 Trip Blank(s), and 0 Field Blank(s) were received at Accutest Mountain States (AMS) at a temperature
of 1.7 °C. The samples were intact and properly preserved, unless noted below. An AMS Job Number of D37993 was assigned to
the project. The lab sample ID, client sample ID, and date of sample collection are detailed in the report’s Resulis Summary.

Specified quality control criteria were achieved for this job except as noted below. For more information, please refer to the analytical
results and QC summary pages.

Metals By Method SW846 6010C
Matrix AQ Batch ID: MP8301

= All samples were digested and analyzed within the recommended method holding time.
= All method blanks for this batch meet method specffic criteria.
= Sample(s) D38274-1MS, D38274-1MSD, D38274-1SDL were used as the QC samples for the metals analysis.

= The serial dilution RPD(s) for Potassium are outside control limits for sample MP8301-SD1. Percent difference acceptable due
to low initial sample concentration (< 50 times IDL).

Wet Chemistry By Method ASTM D287
Matrix ALL Batch ID: GN16560

= The data for ASTM D287 meets quality control requirements.

Wet Chemistry By Method EPA 1664A
| Matrix AQ Batch ID: GP8151

= All samples were prepared and analyzed within the recommended method holding time.
= All method blanks for this batch meet method specific criteria.
= Sample(s) D38316-3MS were used as the QC samples for the HEM Oil and Grease analysis.

= The matrix spike (MS) recovery(s) of HEM Oil and Grease are outside control limits. Spike recovery indicates possible matrix
interference and/or sample nonhomogeneity between bottles.

Wet Chemistry By Method EPA 300/SW846 9056
Matrix AQ Batch ID:  GP8047

All samples were prepared and analyzed within the recommended method holding time.
= All method blanks for this batch meet method specific criteria.

= Sample(s) D38009-1MS, D38009-1MSD were used as the QC samples for the Chloride, Nitrogen, Nitrate, Nitrogen, Nitrite,
Sulfate, Chloride analysis.

= D37993-1 for Nitrogen, Nitrate: Elevated detection limit due to matrix interference.

= D37993-1 for Nitrogen, Nitrite: Elevated detection limit due to matrix interference.

Tuesday, September 11,2012 Page 10f 2
[ ] 4 of 29
WACCUTEST

D37993 LaBORATORIES



Wet Chemistry By Method SM18/20 2540C
Matrix AQ Batch ID:  GN16539 l

= All samples were analyzed within the recommended method holding time.
= All method blanks for this batch meet method specific criteria.

= Sample(s) D38009-1DUP were used as the QC samples for the Solids, Total Dissolved analysis.

Wet Chemistry By Method SM20 4500H B+
r Matrix AQ Batch ID: GN16485

= D37993-1 for pH: Analysis performed past the required 15 minutes from collection time/holding time.

Wet Chemistry By Method SM20 5310B
Matrix AQ Batch ID: GP8142

@ All samples were prepared and analyzed within the recommended method holding time.
=  All method blanks for this batch meet method specific criteria.

=  Sample(s) D38071-1MS, D38071-1MSD, D38193-1DUP were used as the QC samples for the Total Organic Carbon analysis.

AMS certifies that data reported for samples received, listed on the associated custody chain or analytical task order, were produced
to specifications meeting AMS's Quality System precision, accuracy and completeness objectives except as noted.

Estimated non-standard method measurement uncertainty data & available on request, based on quality control bias and implicit for
standard methods. Acceptable uncertainty requires tested parameter quality control data to meet method criteria.

AMS is not responsible for data quality assumptions if partial reports are used and recommends that this report be used in its entirety.
This report is authorized by AMS indicated via signature on the report cover.

Tuesday, September 11,2012 Page 2 of 2
[ | 5 of 29
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Summary of Hits

Job Number: D37993

Account: K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank

Collected: 08/27/12

Page 1 of 1

Lab Sample ID Client Sample ID Result/

Analyte Qual RL MDL Units Method

D37993-1 TANK-I

Chloride 9660 250 mg/l EPA 300/SW846 9056

HEM Oil and Grease 247 4.8 mg/l EPA 1664A

Solids, Total Dissolved 14700 10 mg/l SM18/20 2540C

Specific Gravity by Hydrometer 1.0057 ASTM D287

Sulfate 35.0 10 mg/l EPA 300/SW846 9056

Total Organic Carbon 214 10 mg/l SM20 53108

pH? 6.91 su SM20 4500H B+

D37993-1F TANK-I

Calcium 125000 20000 ug/l SW846 6010C

Magnesium 18700 10000 ug/l SW846 6010C

Potassium 176000 50000 ug/l SW846 6010C

Sodium 3420000 20000 ug/l SW846 6010C

(a) Analysis performed past the required 15 minutes from collection time/holding time.
] 6 of 29
B ACCUTEST

D37993 LABORATORIE:



Section 4

-- Mountain States
. ACCUTES §

LI
LABORATORIES ;

Sample Results

Report of Analysis
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Accutest Laboratories

Report of Analysis Page 1 of 1
Client Sample ID: TANK-I
Lab Sample ID:  D37993-1 Date Sampled: 08/27/12
Matrix: AQ - Water Date Received: 08/27/12

Percent Solids: n/a

Project: Wattenberg Tank

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Chloride 9660 250 mg/l 500 08/28/12 18:30 JML EPA 300/SW846 9056
HEM Oil and Grease 247 4.8 mg/l 1 09/11/12 SWT EPA 1664A
Nitrogen, Nitrate 2 <0.20 0.20 mg/1 20 08/28/12 13:34 JML  EPA 300/SW846 9056
Nitrogen, Nitrite 2 <2.0 2.0 mg/1 500 08/28/12 18:30 JML EPA 300/SW846 9056
Solids, Total Dissolved 14700 10 mg/] 1 08/30/12 JD  SM18/20 2540C
Specific Gravity by Hydromete 1.0057 1 08/31/12 MM  ASTM D287

Sulfate 35.0 10 mg/1 20 08/28/12 13:34 JML EPA 300/SW846 9056
Total Organic Carbon 214 10 mg/l 10 09/10/12 15:05 JML SM20 5310B

pH? 6.91 su 1 08/27/12 14:25 JD  SM20 4500H B+

(a) Flevated detection limit due to matrix interference.
(b) Analysis performed past the required 15 minutes from collection time/holding time.

RL = Reporting Limit

8 of 29
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Accutest Laboratories

Report of Analysis Page 1 of 1
Client Sample ID: TANK-I
Lab Sample ID:  D37993-1F Date Sampled: 08/27/12
Matrix: AQ - Water Filtered Date Received: 08/27/12

Percent Solids: n/a

Project: Wattenberg Tank

Dissolved Metals Analysis
Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Calcium 125000 20000 ug/l
Magnesium 18700 10000 ug/l
Potassium 176000 50000 ug/l

Sodium 3420000 20000 ug/l

09/05/12 09/06/12 JB  SW8466010C 1  SW846 3010A 2
09/05/12 09/06/12 JB  SW8466010C 1  SwW846 3010A 2
09/05/12 09/06/12 JB  SW8466010C 1  SW846 3010A 2
09/05/12 09/06/12 JB  SW8466010C 1  SW846 3010A 2

T v an

(1) Instrument QC Batch: MA2780
(2) Prep QC Batch: MP8301

RL = Reporting Limit

L 9 of 29
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Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

* Chain of Custody
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B ACCUTEST Accutest Laboratories Sample Receipt Summary
LABORATORIES
Accutest Job Number: D37993 Client: KP KAUFFMAN COMPANY, INC. Immediate Client Services Action Required: No
Date / Time Received: 8/27/2012 10:55:00 AM No. Coolers: 1 Client Service Action Required at Login:  No
Project: WATTENBERG TANK Airbill #'s: HD
Cooler Security Y or N Y or N Sample Integrity - Documentation Y or N
1. Custady Seals Present. O o Pres?nt: 2 O 1. Sample labels present on bottles: O
2. Custody Seals Intact: “ B | @ SamiEses)meiEl o 2. Container labeling complete: ]
Cooler Temperature Y or N 3. Sample container label / COC agree: 0
1. Temp criteria achieved: O Sample Integrity - Condition Y or N s
2. Coolertemp. verification: Infared gun 1. Sample recvd within HT: &
FASogiernmea; Iee (bag) 2. Alt containers accounted for: [l O
Quality Control Preservation Y or N N/A 3. Condition of sample: . intact
1. Trip Blank present / cooler: O O Sample Integrity - Instructions Y or N N/A
2. Trip Blank listed on COC: = o 1. Analysis requested is clear; ™) a
3. Samples preserved properly: ] 0 2. Bottles received for unspecified tests ) A
4. VOCs headspace free: 0 Il 3. Sufficient volume rec'd for analysis: |
4. Compositing instructions clear: o O
5. Filtering instructions clear: ] O
Comments
Accutest Laboratories 4036 Youngfie!drslree! ) ' ) Wheat Ridge, CO
V:(303) 425-6021 F: (303) 425-6854 wwwiaccutest.com

D37993: Chain of Custody
Page 2 of 2
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Section 6

.. Mountain States
UWACCUTEST

LABORATORIES

Metals Analysis

QC Data Summaries

Includes the following where applicable:

» Method Blank Summaries

» Matrix Spike and Duplicate Summaries

 Blank Spike and Lab Control Sample Summaries
e Serial Dilution Summaries

(= 13 of 29
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BLANK RESULTS SUMMARY
Part 2 - Method Blanks

Login Number: D37993

Account: KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank
QC Batch ID: MP8301 Methods: SW846 6010C
Matrix Type: AQUEQUS Units: ug/l
Prep Date: 09/05/12
MB
Metal RL IDL MDL raw final
Aluminum 100 21 25 je2]
5
Antimeny 30 3.6 8l.46 -
Arsenic 25 5.4 8.4 i
Barium i0 .8 148 L___.,
Beryllium 10 i3 3.1
Boron 50 4.3 4.4
Cadmium 10 16 519,
Calcium 400 8.4 16 8 1 <400
Chromium 10 oS BO
Cobalt 5.0 .4 .42
Copper 10 1.2 g)
Iron 70 1.9 20
Lead 50 2.4 249
Lithium 2.0 2.8
Magnesium 200 22 22 -8.7 <200
Manganese 510 1.2 .12
Molybdenum 10 2.1 2.1
Nickel 30 5, i)
Phosphorus 100 14 59
Potassium 1000 150 150 -20 <1000
Selenium 50 (5500 11
Silicon 50 61.5
Silver 30 B .98
Sodium 400 21 98 =88 <400
Strontium S0 .2 il 5
Thallium 10 2.9 8.6
Tikn 50 12
Titanium 10 .1
Uranium 50 4.6 4.6
Vanadium 10 xS 48
Zinc 30 .8 2.4
Associated samples MP8301: D37993-1F
Results < IDL are shown as zero for calculation purposes
{*) Outside of QC limits
Page 1
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Account:

QC Batch ID: MP8301
Matrix Type: AQUEQOUS

BLANK RESULTS SUMMARY
Part 2 - Method Blanks

Login Number: D37993
KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank

Methods: SW846 6010C
Units: ug/l

Prep Date:
Metal
(anr) Analyte not requested o5
Page 2
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY

Login Number: D37993
Account: KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP8301 Methods: SW846 6010C

Matrix Type: AQUEOUS Units: ug/l

Prep Date: 09/05/12

D38274-1 Spikelot Qc
Metal Original MS ICPALL2 % Rec Limits
Aluminum anr &
=

Antimony anr (28]

Arsenic anr {

Barium anr E;___

Beryllium anr

Boron

Cadmium anr

Calcium 15600 41500 25000 103.6 75-125

Chromium anr

Cobalt anr

Copper anr

Iron anr

Lead anr

Lithium

Magnesium 2940 29200 25000 105.0 75-125

Manganese anr

Molybdenum anr

Nickel anr

Phosphorus

Potassium 1180 29300 25000 112.5 75-125

Selenium anr

Silicon

Silver anr

Sodium 6880 35000 25000 112.5 75-125

Strontium

Thallium anr

Tin

Titanium

Uranium

Vanadium anr

Zinc anr

Assoclated samples MP8301: D37993-1F

Results < IDL are shown as zero for calculation purposes

(*} Outside of QC limits

Page 1
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY

Login Number: D37993
Account: KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP8301 Methods: SW846 6010C
Matrix Type: AQUEOUS Units: ug/l

Prep Date:

Metal

(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

&

Page 2
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY

Login Number:

D37993

Account: KPKCOD - K.P. Kauffmann Company,
Project: Wattenberg Tank
QC Batch ID: MP8301 Methods:
Matrix Type: AQUEOQUS Units: ug/l
Prep Date: 09/05/12
D38274-1 Spikelot MSD QcC
Metal Original MSD ICPALLZ % Rec RPD Limit
Aluminum anr oy
S
Antimony anr LS
Arsenic anr
Barium anr Rl
Beryllium anr
Boron
Cadmium anr
Calcium 15600 42200 25000 106.4 1.7 20
Chromium anr
Cobalt anr
Copper anr
Iron anr
Lead anr
Lithium
Magnesium 2940 28700 25000 103.0 il 7 20
Manganese anr
Molybdenum anr
Nickel anr
Phosphorus
Potassium 1180 28800 25000 L{OL.15) 57 20
Selenium anr
Silicon
Silver anr
Sodium 6880 34800 25000 16151 47 0.6 20
Strontium
Thallium anr
T
Titanium
Uranium
Vanadium anr
Zinc anr
Associated samples MP8301: D37993-1F
Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
Page 3
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY

Login Number:

D37993

Account: KPKCOD - K.P. Kauffmann Company,
Project: Wattenberg Tank

QC Batch ID: MP8301
Matrix Type: AQUEOUS

Prep Date:

Methods:
Units:

Inc.

SW846 6010C
ug/1

Metal

(N) Matrix Spike Rec. outside of QC limits

(anr})

Analyte not requested

Page 4
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY

Login Number: D37993
Account: KPKCOD - K.P. Kauffmann Cecmpany, Inc.
Project: Wattenberg Tank

QC Batch ID: MP8301 Methods: SW846 6010C
Matrix Type: AQUEOUS Units: ug/l
Prep Date: 09/05/12
BSP Spikelot QC
Metal Result ICPALL2 % Rec Limits
Aluminum anr Fﬁ
=
Antimony anr &
Arsenic anr H
Barium anr ;____
Beryllium anr
Boron
Cadmium anr
Calcium 25900 25000 103.6 80-120
Chromium anr
Cobalt anr
Copper anr
Iron anr
Lead anr
Lithium
Magnesium 25700 25000 102.8 80-120
Manganese anr
Molybdenum anr
Nickel anr
Phosphorus
Potassium 27300 25000 109.2 80-120
Selenium anr
Silicon
Silver anr
Sodium 27700 25000 110.8 80-120
Strontium
Thallium anr
Tin
Titanium
Uranium
Vanadium anr
Zinc anr
Associated samples MP8301: D37993-1F
Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
Page 1
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QC Batch ID: MP8301
Matrix Type: AQUEOUS

SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY

Account:

Login Number: D37993
KPKCOD - K.P. Kauffmann

Company, Inc.

Project: Wattenberg Tank

Methods: SW846 6010C
Units: ug/l

Prep Date:
Metal
(anr) Analyte not requested ez
e
w
Page 2
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Account:

QC Batch ID: MP8301
Matrix Type: AQUEQUS

SERIAL DILUTION RESULTS SUMMARY

Login Number:
KPKCOD - K.P.

Kauffmann Company, Inc.

Project: Wattenberg Tank

Methods: SW846 6010C
Units: ug/1l

Prep Date: 09/05/12
D38274-1 Qc

Metal Original SDL 1:5 %DIF Limits

Aluminum anr

Antimony anr

Arsenic anr

Barium anr

Beryllium anr

Boron

Cadmium anr

Calcium 15600 16600 6.0 0-10

Chromium anr

Cobalt anr

Copper anr

Iron anr

Lead anr

Lithium

Magnesium 2880 3070 4.7 0-10

Manganese anr

Molybdenum anr

Nickel anr

Phosphorus

Potassium 1180 1430 21.1 (a) 0-10

Selenium anr

Silicon

Silver anr

Sodium 6880 7030 2.2 0-10

Strontium

Thallium anr

Tin

Titanium

Uranium

Vanadium anr

Zinc anr

Associated samples MP8301: D37993-1F

Results < IDL are shown as zero for calculation purposes

{*) Outside of QC limits

22 of 29
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SERIAL DILUTION RESULTS SUMMARY

Login Number: D37993
Account: KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP8301 Methods: SW846 6010C
Matrix Type: AQUEOUS Units: ug/l

Prep Date:

Metal

(anr) Analyte not requested

(a) Percent difference acceptable due to low initial sample concentration (< 50 times IDL).

Page 2
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Section 7

.! Mountain States
. ACCLITES

LABORATORIES

General Chemistry

QC Data Summaries

Includes the following where applicable:

¢ Method Blank and Blank Spike Summaries
* Duplicate Summaries
o Matrix Spike Summaries

| 24 of 29
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METHOD BLANK AND SPIKE RESULTS SUMMARY

GENERAL CHEMISTRY

Login Number: D37993

Account: KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank
MB Spike BSP BSP QC
Analyte Batch ID RL Result Units Amount Result $Recov Limits
Chloride GP8047/GN16507 0.50 0.0 mg/1 20 20,3 101.5 90-110%
HEM 0il and Grease GP8151/GN16699 5.0 0.0 mg/1 40 35.1 87.8 78-114%
Nitrogen, Nitrate GP8047/GN16507 0.010 0.0 mg/1 4.52 4.37 96.7 90-110%
Nitrogen, Nitrite GP8047/GN16507 0.0040 0.0 mg/1 6.09 6.66 109.4 90-110%
Solids, Total Dissolved GN16539 10 0.0 mg/1 400 400 100.0 90-110%
Sulfate GP8047/GN16507 0.50 0.0 mg/1 30 29.9 OPY/ 90-110%
Total Organic Carbon GP8142/GN16684 1.0 ORI0) mg/1 8.82 8.60 075 90-110%
pH GN16485 su 8.00 et 99 99.6 99.3-100.7%
ﬂ
Associated Samples: fa
Batch GP8047: D37993-1
Batch GP8142: D37993-1
Batch GP8151: D37993-1 'lq
Batch GN16485: D37993-1
Batch GN16539: D37993-1
(*) Outside of QC limits
Page 1
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BLANK SPIKE DUPLICATE RESULTS SUMMARY
GENERAL CHEMISTRY

Login Number: D37993
Account: KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank

Spike BSD QcC
Analyte Batch ID Units Amount Result RPD Limit
HEM 0il and Grease GP8151/GN16699 mg/1 40 32.8 6.8 20%
Associated Samples:
Batch GP8151: D37993-1
(*) Outside of QC limits
Page 1
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DUPLICATE RESULTS SUMMARY
GENERAL CHEMISTRY

Login Number: D37993
Account: KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank

QcC Original DUP QC
Analyte Batch ID Sample Units Result Result RPD Limits
Solids, Total Dissolved GN16539 D38009-1 mg/1 780 790 L5 3 0-25%
Total Organic Carbon GP8142/GN16684 D38193-1 mg/1 18.5 179 S 0-20%
Associated Samples:
Batch GP8142: D37993~1
Batch GN16539: D37993-1
(*) Outside of QC limits
Page 1
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MATRIX SPIKE RESULTS SUMMARY
GENERAL CHEMISTRY

Login Number: D37993
Account: KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank

Qc Original Spike Ms QcC

Analyte Batch ID Sample Units Result Amount Result %Rec Limits

Chloride GP8047/GN16507 D38009-1 mg/1 155 100 272 117.0 80-120%
HEM 0il and Grease GPB8151/GN16699 D38316-3 mg/1 22.9 40 S8k 1: 75.5N (a) 78-114%
Nitrogen, Nitrate GP8047/GN16507 D38009-1 mg/1l 3.0 2.83 5k 95.6 80-120%
Nitrogen, Nitrite GP8047/GN16507 D38009-1 mg/1 0.10 i1%,.152; 1Li(6 98.5 80-~120%
Sulfate GP8047/GN16507 D38009-1 ng/1 32.5 50 82.1 99.2 80-120%
Total Organic Carbon GP8142/GN16684 D38071-1 mg/1 SIS 10 15).9 104.0 80-120%

Assoclated Samples:

Batch GP8047: D37993-1

Batch GP8142: D37993-1

Batch GP8151: D37993-1

(*) Outside of QC limits

(N) Matrix Spike Rec. outside of QC limits

(a) Spike recovery indicates possible matrix interference and/or sample nonhomogeneity between bottles.

Page 1
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MATRIX SPIKE DUPLICATE RESULTS SUMMARY
GENERAL CHEMISTRY

Login Number: D37993
Account: KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank
Qc Original Spike MSD QC
Analyte Batch ID Sample Units Result Amount Result RPD Limit
Chloride GP8047/GN16507 D38009-1 mg/1l 155 100 271 0.4 20%
Total Organic Carbon GP8142/GN16684 D38071-1 mg/1 585 10 15.8 0.6 20%
Associated Samples:
Batch GP8047: D37993-1
Batch GP8142: D37993-1
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
Page 1
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Automated Report

g Mountain States
B ACCUTEST |

LABORATORIES

10/08/12

Technical Report for

K.P. Kauffmann Company, Inc.
Wattenberg Tank

Accutest Job Number: D39041

Sampling Date: 09/24/12

Report to:

Apex Consulting Services

PO Box 369

Louisville, CO 80027-0369
mhattel@msn.com; slaramesa@kpk.com

ATTN: Mike Hattel

Total number of pages in report: 29

PIdea
§$ i %
&, S ] ///
o % e~
Test results contained within this data package meet the requirements Brad Madadla.n
of the National Environmental Laboratory Accreditation Conference Laboratory Director

and/or state specific certification programs as applicable.

Client Service contact; Shea Greiner 303-425-6021

Certifications: CO, ID, NE, NM, ND (R-027) (PW), UT (NELAP C000049), TX (T104704511-12-1)

This report shall not be reproduced, except in its entirety, without the written approval of Accutest Laboratories.
Test results relate only to samples analyzed.

Mountain States * 4036 Youngfield St. « Wheat Ridge, CO 80033-3862 « tel: 303-425-6021 » fax: 303-425-6854 + http://www.accutest.com

_— : S —_— ] [ | 10f 29
Accutest Laboratories is the sole authority for authorizing edits or modifications to this B ACCUTEST
document. Unauthorized modification of this report is strictly prohibited. D30041 sk
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Accutest Laboratories

Sample Summary

K.P. Kauffmann Company, Inc.

Job No: D39041
Wattenberg Tank
Sample Collected Matrix Client
Number Date Time By  Received Code Type Sample ID
D39041-1 09/24/12 07:30 MH  09/24/12 AQ Water TANK-I
D39041-1F  09/24/12 07:30 MH  09/24/12 AQ Water Filtered TANK-I
i 3 of 29
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tARNDBATORIFS

CASE NARRATIVE / CONFORMANCE SUMMARY

Client:  K.P. Kauffimann Company, Inc. Job No D3%041

Site: Wattenberg Tank Report Date  10/8/2012 3:04:39 PM

On 09/24/2012, 1 sample(s), 0 Trip Blank(s), and 0 Field Blank(s) were received at Accutest Mountain States (AMS) at a temperature
of 2.7 °C. The samples were intact and properly preserved, unless noted below. An AMS Job Number of D39041 was assigned to
the project. The lab sample ID, client sample ID, and date of sample collection are detailed in the report’s Results Summary.

Specified quality control criteria were achieved for this job except as noted below. For more information, please refer to the analytical
results and QC summary pages.

Metals By Method SW846 6010C
| Matrix AQ Batch ID: MP8490

= All samples were digested and analyzed within the recommended method holding time.

«  Ali method blanks for this batch meet method specific criteria.

=  Sample(s) D39061-1MS, D39061-1MSD, D39061-1SDL were used as the QC samples for the metals analysis.

Wet Chemistry By Method ASTM D287
| Matrix ALL Batch ID:  GNI17041
= The data for ASTM D287 meets quality control requirements.

Wet Chemistry By Method EPA 1664A
Matrix AQ Batch ID: GP8362

= Al samples were prepared and analyzed within the recommended method holding time.
=  All method blanks for this batch meet method specific criteria.

= Sample(s) D39049-1MS were used as the QC samples for the HEM Oil and Grease analysis.

Wet Chemistry By Method EPA 300/SW846 9056
Matrix AQ Batch ID: GP8265

= All samples were prepared and analyzed within the recommended method holding time.
All method blanks for this batch meet method specific criteria.

= Sample(s) D39063-1MS, D39063-1MSD were used as the QC samples for the Chloride, Nitrogen, Nitrate, Nitrogen, Nitrite,
Sulfate, Chloride analysis.

= D39041-1 for Nitrogen, Nitrate: Elevated detection limit due to matrix interference.

D39041-1 for Nitrogen, Nitrite: Elevated detection limit due to mairix interference.

Wet Chemistry By Method SM18/20 2540C
Matrix AQ Batch ID: GN16953

= All samples were analyzed within the recommended method holding time.
= All method blanks for this batch meet method specific criteria.

=  Sample(s) D39035-6DUP were used as the QC samples for the Solids, Total Dissolved analysis.

Monday, October 08, 2012 Page 10of 2
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Wet Chemistry By Method SM20 4500H B+
| Matrix AQ Batch ID: GN16903 |
D39041-1 for pH: Analysis performed past the required 15 minutes from collection time/holding time.

Wet Chemistry By Method SM20 5310B
f Matrix AQ Batch ID: GP8320 J

All samples were prepared and analyzed within the recommended method holding time.

=  All method blanks for this batch meet method specific criteria.

=  Sample(s) D39076-1MS, D39076-1MSD, D39076-3DUP were used as the QC samples for the Total Organic Carbon analysis.

AMS certifies that data reported for samples received, listed on the associated custody chain or analytical task order, were produced
to specifications meeting AMS's Quality System precision, accuracy and completeness objectives except as noted.

Estimated non-standard method measurement uncertainty data is available on request, based on quality control bias and implicit for
standard methods. Acceptable uncertainty requires tested parameter quality control data to meet method criteria.

AMS is not responsible for data quality assumptions if partial reports are used and recommends that this report be used in its entirety.
This report is authorized by AMS indicated via signature on the report cover.

Monday, October 08, 2012 Page 2 of 2
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Summary of Hits
Job Number: D39041

Account: K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank
Collected: 09/24/12

Page 1 of 1

Lab Sample ID Client Sample ID Result/

Analyte Qual RL MDL Units Method

D39041-1 TANK-I

Chloride 8440 200 mg/l EPA 300/SW846 9056
HEM Qil and Grease 541 4.8 mg/l EPA 1664A

Solids, Total Dissolved 15700 10 mg/l SM18/20 2540C
Specific Gravity by Hydrometer 1.0114 ASTM D287

Sulfate 89.0 10 mg/1 EPA 300/SW846 9056
Total Organic Carbon 666 50 mg/l SM20 53108

pH? 6.71 su SM20 4500H B+
D39041-1F TANK-I

Calcium 198000 20000 ug/l SW846 6010C
Magnesium 23600 10000 ug/l SW846 6010C
Potassium 205000 50000 ug/1 SW846 6010C
Sodium 4940000 20000 ug/l SW846 6010C

(a) Analysis performed past the required 15 minutes from collection time/holding time.

7] 6 of 29
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Sample Results

Report of Analysis
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Accutest Laboratories

Report of Analysis Page 1 of 1
Client Sample ID: TANK-I
Lab Sample ID:  D39041-1 Date Sampled: 09/24/12
Matrix: AQ - Water Date Received: 09/24/12

Percent Solids: n/a

Project: Wattenberg Tank

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Chloride 8440 200 mg/1 400 09/25/12 13:43 GH  EPA 300/SW846 9056
HEM Oil and Grease 541 4.8 mg/l 1 10/08/12 SWT EPA 1664A
Nitrogen, Nitrate 2 <0.20 0.20 mg/1 20 09/25/12 10:33 GH  EPA 300/SW846 9056
Nitrogen, Nitrite 2 <0.80 0.80 mg/1 200 09/25/12 13:31 GH  EPA 300/SW846 9056
Solids, Total Dissolved 15700 10 mg/1 1 09/27/12 CT  SMI18/20 2540C
Specific Gravity by Hydromete 1.0114 1 10/03/12 MM ASTM D287

Sulfate 89.0 10 mg/1 20 09/25/12 10:33 GH  EPA 300/SW846 9056
Total Organic Carbon 666 50 mg/1 50 10/02/12 13:56 JML SM20 5310B

pH? 6.71 su 1 09/24/12 13:15 CT  SM20 4500H B+

(a) Elevated detection limit due to matrix interference.
(b) Analysis performed past the required 15 minutes from collection time/holding time.

RL = Reporting Limit
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Accutest Laboratories

Report of Analysis Page 1 of 1
Client Sample ID: TANK-I
Lab Sample ID:  D39041-1F Date Sampled: 09/24/12
Matrix: AQ - Water Filtered Date Received: 09/24/12

Percent Solids: n/a

Project: Wattenberg Tank
Dissolved Metals Analysis
Analyte Result RL Units DF Prep Analyzed By Method Prep Method
Calcium 198000 20000 wug/!l 5 09/26/12 09/26/12 JB  SW8466010C 1  SW846 3010a/M 2
Magnesium 23600 10000 ug/l 5  09/26/12 09/26/12 JB  SW8466010C 1  SW846 3010A/M 2
Potassium 205000 50000 wug/l 5 09/26/12 09/26/12 JB  SW8466010C1  SW846 3010A/M 2
Sodium 4940000 20000 wug/l 5 09/26/12 09/26/12 JB  SW8466010C1  SW846 3010A/M 2

(1) Instrument QC Batch: MA2847
(2) Prep QC Batch: MP8490

RL = Reporting Limit
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Section 5

.g Mountain States
. ACCULITES B

LABORATORIES

Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

* Chain of Custody

[ I 10 of 29
WACCUTEST
DI04 ‘Amematamies



CHAIN OF CUSTODY

4036 Younglield St Wheat Ridge, CO 80033

303-425-6021 FAX' 303-425-6854 FED-EX Tracking # Bottle Ordar Control #
Accutest Quote # Acculesi Job # h, ,
D394 |
Client7 Reporiing Information T, T Project Information I g Analysi atrix Codes
Company Name E DW. Orinking Water
P :
K.P. Kauffman Company, Inc. Rz Ney WATENBERG/TANK GW- Ground Water
Address Street VWL Water
1675 Broadway, Suite 2800 ) .
[Clty . State Zip Clty State E | = ss.ga;:rvmr
[P S
Denver co 80202.4628 Fort Lupton co Zd = o
5 a2 )
Project Contact: $SlaraMesa@kpk,com [Project # § u 2 = t
Susan Lara-Mesa « E o S LIQ- Other Liguid
Phone # Fax# % § f © §
303-825-4822 < |EG O |lwo AIR- Air
Samplers's Name MICHAEL HATTEL (303-865-1400) Client Purchase Order # 7691 E 3 E‘ @l o
: o |0 < Z | SOL-Other Solid
Accutest SUMMA # Callection umber of proserved Botlles | o % w g o WP-Wipe
' #ot o8] w z R wiv|o
Sarrpie & Fleld ID / Point of Collection MEOH Vial# _ Dalo Time | Sampled by| Matrix { botties | & § H & § § gl © |« 3 i g % e 8 EASIUSEIGNLY:
TANK -1 Y. I MDHl LIQ| 7 |x X X | x| x| x| x|x|x
e} IS < |
Turnaround Tane ( Business days) 4 & Data Deliverable Information nl Comments f Remarks
X} sta. 10 Business Days Appraved By'f Date; [ commercial "A* [] FuLcip
=] [ commercial "8~ ] NYASP Gategory A
E=3 [ NJ Reduced [] NYASP Category B
[ norun [ state Forms INO Hard Copy
[x] Hard copy [x] por
PDF copy to Mike Hattel with APEX at mhattel@msn.com
Emergency T/A data avaliable VIA Lablink PDF copy to Susana Lara-Mesa w KPK at SLaraMesa@kpk.com
, Yo maee s wO8 TTEET T gample Gustody must be below each time change courler delivery. i L A
[ Helnquished by Samplar: Data Ve Recelved By: / By Date Timie: Wacalved By
[ inguished by: 7 Dita Time: Recaived By: By: [Data Time: Raceived By
3 3 4 3
by Date Time: Recsived By: Custody Seal ¥ Prl“rvl‘a;? applicable Onlca Cooler Temp.
s s 2= 27

D39041: Chain of Custody
Page 1 of 2
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W@ ACCUTEST

LABORATORIES

Accutest Job Number: D39041

Date / Time Received: 9/24/2‘7012 10:40:00 AM No. Coolers:
Project: WATTENBERG TANK

Cooler Security Y or N Y or N
1. Custody Seals Present: [ I 3.COC Present: ) O
2. Custody Seals Intact: ) O 4. SmplDates/Time OK [ 2

Cooler Temperatyre
1. Temp criteria achieved:
2. Cooler temp veiification:
3. Cooler media:
P rvation
1. Trip Blank present / cooler:
2. Trip Blank listed on COC:
3. Samples preserved properly:

4. VOCs headspace free:

Comments

Accutest Laboratories
V:(303) 425-6021

Client: KP KAUFFMAN COMPANY INC

Y or N

O
Infared gun
Ice (bag)

Y or N N/A

o8 04d
0

Accutest Laboratories Sample Receipt Summary

Client Service Action Required at Login:

Airbill #'s: HD

Sample Integrity - Documentation

1. Sample iabels present on bottles:
2. Container labeling complete:
3. Sample container label / COC agree:

Sample Integrity - Condition

1. Sample recvd within HT:
2. All containers accounted for:
3. Condition of sample:

m Integrity - Instruction

1. Analysis requested is clear:
2. Bottles received for unspecified tests

3. Sufficient volume rec'd for analysis:
4. Compositing instructions clear:

5. Filtering instructions clear:

4036 Youngfield Street

F: (303) 425-6854

Immediate Client Services Action Required:

No
No

Y _or N

[

1%} O

O

Y or N

O

2] 0

Intact

Y or N N/A

b O

O b

O

0 i

O O

Wheat Ridge, CO
www/acculest.com

D39041: Chain of Custody

Page 2 of 2
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Section 6

.‘ Mountain States
B ACCUTES

LABORATORIES

Metals Analysis

QC Data Summaries

Includes the following where applicable:

» Method Blank Summaries

 Matrix Spike and Duplicate Summaries

¢ Blank Spike and Lab Control Sample Summaries
e Serial Dilution Summaries

[ 13 of 29
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BLANK RESULTS SUMMARY
Part 2 - Method Blanks

Login Number:

D39041

Account: KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank
QC Batch ID: MP8490 Methods: SW846 6010C
Matrix Type: AQUEQUS Units: ug/1l
Prep Date: 09/26/12
MB
Metal RL IDL MDL raw final
Aluminum 100 9L 16 25 =i
=
Antimony 30 1.7 3.6 =S
Arsenic 29 4.4 8.4
Barium 10 ol 1.8 b 1]
Beryllium 10 1.3 Sl
Boron 50 10 4.4
Cadmium 10 5.6} #4519
Calcium 400 5.4 16 ) <400
Chromium 10 3 .56
Cobalt 5.0 .4 .42
Copper 10 . 2 3|
Iron 70 1,2 20
Lead 50 ) 249
Lithium 2.0 #S)
Magnesium 200 61,5 22 THLS <200
Manganese 5.0 ill,. 72 32
Molybdenum 10 2.1 251
Nickel 30 9 .57
Phosphorus 100 14 59
Potassium 1000 61 150 64. <1000
Selenium 50 4.8 11
Silicon 50 249
Silver 30 =4 .98
Sodium 400 5.9 98 -6. <400
Strontium L0} .04 0.5
Thallium 10 2:9 8.6
Tin 50 12
Titanium 10 Ul
Uranium 50 2.2 4.6
Vanadium 10 42 48
Zinc 30 49 2.4
Associated samples MP8490: D39041-1F
Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
Page 1
i 14 of 29
BACCUTEST

D39041

LABORATORIES



BLANK RESULTS SUMMARY
Part 2 - Method Blanks

Login Number:

D39041

Account: KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank
QC Batch ID: MP8490 Methods: SW846 6010C
Matrix Type: AQUEOUS Units: ug/l
Prep Date:
Metal

(anr) Analyte not requested

Page 2
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY

Login Number: D39041
Account: KPKCOD - K.P. Kauffmann Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP8490 Methods: SW846 6010C
Matrix Type: AQUEOUS Units: ug/l

Prep Date: 09/26/12

D39061-1 Spikelot QC
Metal Original MS ICPALL2 % Rec Limits

Aluminum js2)
Antimony W3
Arsenic

Barium

Beryllium

Boron

Cadmium anr

Calcium 5260 32900 25000 18NGL16) 715=1125
Chromium

Cobalt

Copper anr

Iron

Lead anr

Lithium

Magnesium 1430 29000 25000 ASINOMSS] 75-125
Manganese anr

Molybdenum

Nickel

Phosphorus

Potassium 1660 30300 25000 114.6 Is=1E208
Selenium

Silicon

Silver

Sodium 3130 31000 25000 RIRINCES) TS=LZS
Strontium

Thallium

Tin

Titanium

Uranium

Vanadium

Zinc anr

Associated samples MP8490: D39041-1F

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits

Page 1
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